Activating and Applying PakSense XpressPDF™ Labels

STEP 1
Press the “start” button in the label’s lower left hand corner for 2 seconds. Lights will flash to confirm successful activation.

STEP 2
Peel plastic off of glue dot on back of label.

STEP 3
Adhere label to paper marked “Temperature Monitoring.” Write order number and placement or pallet location on brightly colored paper.

STEP 4
Place paper in protective sleeve and stick to packaging; ship product.

STEP 5
If the label has “stop” button, press and hold at least 3 seconds to stop.

STEP 6
To download data plug into computer USB port.

TIP TEMPerature Products
340 W Broad Street
Burlington, NJ 08016
1-800-TIP-TEMP
www.tiptemp.com
EveryDegreeMatters@tiptemp.com